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OAQ SOURCE SPECIFIC OPERATING AGREEMENT 
OA-13: External Combustion Sources 

(326 IAC 2-9-13) 
State Form 53450 (9-07) 
INDIANA DEPARTMENT OF ENVIRONMENTAL MANAGEMENT 

IDEM – Office of Air Quality – Permits Branch 
100 N. Senate Avenue, MC 61-53, Room 1003 

Indianapolis, IN 46204-2251 
Telephone: (317) 233-0178 or 

Toll Free: 1-800-451-6027 x30178 (within Indiana) 
Facsimile Number: (317) 232-6749 

www.in.gov/idem/permits/air/index.html 

 
NOTES: • The purpose of this form is to identify all of the source specific operating agreement requirements for 

326 IAC 2-9-13. 

• Detailed instructions for this form are available online at 
www.in.gov/idem/permits/air/apps/instructions/oa13instructions.html. 

• Rule specific definitions are listed in 326 IAC 2-9-13(a) for boiler, dryer, oven, process heater, space 
heater, and water heater. 

• All information submitted to IDEM will be made available to the public unless it is submitted under a 
claim of confidentiality.  Claims of confidentiality must be made at the time the information is submitted 
to IDEM, and must follow the requirements set out in 326 IAC 17.1-4-1.  Failure to follow these 
requirements exactly will result in your information becoming a public record, available for any one to 
inspect and photocopy. 

 
 

Part A: Source Description 

Part A identifies the source and describes the nature, design capacity, and typical operating schedule of the source. 

1. Source Description:       

2. Sourcewide Design Capacity 
(specify units of measure):             

3. Operation Schedule:       hours per day       days per week       weeks per year 
 
 

Part B: Operating Agreement 

Part B certifies that the operation qualifies for the source specific operating agreement. 

4. Operating Agreement 

 I have reviewed the requirements under 326 IAC 2-9 and have determined that the 
proposed operation qualifies for a source specific operating agreement (SSOA) under this 
rule. 

_________________________________________ ____________________________________________ 
Name (typed) Title 

_________________________________________ ____________________________________________ 
Signature  Date 
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Part C: Compliance Option 

Part C identifies the option that source is choosing for compliance with the requirements of 326 IAC 2-9-13. 

Choose only ONE of the following options. 

 OPTION 1: I will comply with the requirements of 326 IAC 2-9-13 by carrying out the following set 
of requirements for any external combustion source, including any combination of 
boilers, space heaters, ovens, dryers, or water heaters. 

Process Limitation: 326 IAC 2-9-13(b) (1) and (2)(A) 

• Visible emissions from the source shall not exceed twenty percent (20%) opacity in twenty-four (24) consecutive 
readings in a six (6) minute period.  The opacity shall be determined using 40 CFR 60, Appendix A, Method 9*. 

• Limit fuel usage for every twelve (12) month period to less than the limits found in subsection (f), Table 1 for a 
single fuel or a combination of two (2) fuels. 

Monitoring Requirements: 326 IAC 2-9-13(c) 

Sources must be able to demonstrate compliance no later than thirty (30) days after receipt of a written request by 
the department or U.S. EPA.  No other demonstration of compliance shall be required.  A source specific operating 
agreement is not required for these sources. 

 OPTION 2: I will comply with the requirements of 326 IAC 2-9-13 by carrying out the following set 
of requirements for any external combustion source, including any combination of 
boilers, space heaters, ovens, dryers, or water heaters. 

Process Limitation: 326 IAC 2-9-13(b) (1) and (2)(B) 

• Visible emissions from the source shall not exceed twenty percent (20%) opacity in twenty-four (24) consecutive 
readings in a six (6) minute period.  The opacity shall be determined using 40 CFR 60, Appendix A, Method 9*. 

• Limit fuel usage for every twelve (12) month period to less than the limits found in subsection (g), Table 2 for a 
single fuel or a combination of two (2) fuels. 

Record Keeping Requirements: 326 IAC 2-9-13(e) 

The following records shall be kept at the source: 

(1) Hours operated for each combustion unit. 

(2) Records of annual fuel usage for each combustion unit. 

(3) Routine maintenance records. 
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Part D: Fuel Limits 

Part D specifies the fuel limits associated with 326 IAC 2-9-13. 

TABLE 1 [326 IAC 2-9-13(f)] 

Fuel Maximum Fuel 
Usage per Year 

Single Fuel 

Natural gas; Maximum capacity: 0.3 to <10 MMBtu/hr 1,000.0 MMCF 

Natural gas; Maximum capacity: 10 to 100 MMBtu/hr 714.0 MMCF 

Natural gas; Maximum capacity: >100 MMBtu/hr 181.0 MMCF 

Fuel oil #1 and #2 (distillate) 1,408.0 kgals 

Fuel oil #5 and #6 (distillate) 181.0 kgals 

Liquified petroleum gas (LPG) 5,263.0 MMCF 

Coal (bituminous and subbituminous) 786.0 tons 

Bark-only 5,882.0 tons 

Wood-only 7,352.0 tons 

Wood and bark 7,352.0 tons 

Dual Fuel 

Natural gas / Fuel oil #1 and #2 (distillate) 

Maximum capacity: 0.3 to <10 MMBtu/hr 

976.0 

117.0 

MMCF 

kgals 

Natural gas / Fuel oil #1 and #2 (distillate) 

Maximum capacity: 10 to 100 MMBtu/hr 

697.0 

117.0 

MMCF 

kgals 

Natural gas / Fuel oil #1 and #2 (distillate) 

Maximum capacity: >100 MMBtu/hr 

177.0 

117.0 

MMCF 

kgals 

Fuel oil #1 and #2 (distillate) / Natural gas 

Maximum capacity: 0.3 to <10 MMBtu/hr 

1,407.0 

83.0 

kgals 

MMCF 

Fuel oil #1 and #2 (distillate) / Natural gas 

Maximum capacity: 10 to 100 MMBtu/hr 

1,407.0 

59.0 

kgals 

MMCF 

Fuel oil #1 and #2 (distillate) / Natural gas 

Maximum capacity: >100 MMBtu/hr 

1,407.0 

15.0 

kgals 

MMCF 

Fuel oil #1 and #2 (distillate) / Fuel oil #5 and #6 (residual) 1,291.0 

15.0 

kgals 

kgals 

Coal (bituminous and subbituminous) / Bark, wood, or wood and bark 786.0 

490.0 

tons 

tons 

Bark, wood, or wood and bark / Coal (bituminous and subbituminous) 5,858.0 

65.0 

tons 

tons 
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Part D: Fuel Limits 

Part D specifies the fuel limits associated with 326 IAC 2-9-13. 

TABLE 2 [326 IAC 2-9-13(g)] 

Fuel Maximum Fuel 
Usage per Year 

Single Fuel 

Natural gas; Maximum capacity: 0.3 to <10 MMBtu/hr 1,600.0 MMCF 

Natural gas; Maximum capacity: 10 to 100 MMBtu/hr 1,142.0 MMCF 

Natural gas; Maximum capacity: >100 MMBtu/hr 290.0 MMCF 

Fuel oil #1 and #2 (distillate) 2,253.0 kgals 

Fuel oil #5 and #6 (distillate) 291.0 kgals 

Liquified petroleum gas (LPG) 8,421.0 MMCF 

Coal (bituminous and subbituminous) 1,258.0 tons 

Bark-only 9,411.0 tons 

Wood-only 11,764.0 tons 

Wood / bark 11,764.0 tons 

Dual Fuel 

Natural gas / Fuel oil #1 and #2 (distillate) 

Maximum capacity: 0.3 to <10 MMBtu/hr 

1,562.0 

187.0 

MMCF 

kgals 

Natural gas / Fuel oil #1 and #2 (distillate) 

Maximum capacity: 10 to 100 MMBtu/hr 

1,115.0 

187.0 

MMCF 

kgals 

Natural gas / Fuel oil #1 and #2 (distillate) 

Maximum capacity: >100 MMBtu/hr 

284.0 

187.0 

MMCF 

kgals 

Fuel oil #1 and #2 (distillate) / Natural gas 

Maximum capacity: 0.3 to <10 MMBtu/hr 

2,252.0 

133.0 

kgals 

MMCF 

Fuel oil #1 and #2 (distillate) / Natural gas 

Maximum capacity: 10 to 100 MMBtu/hr 

2,252.0 

95.0 

kgals 

MMCF 

Fuel oil #1 and #2 (distillate) / Natural gas 

Maximum capacity: >100 MMBtu/hr 

2,252.0 

24.0 

kgals 

MMCF 

Fuel oil #1 and #2 (distillate) / Fuel oil #5 and #6 (residual) 2,065.0 

24.0 

kgals 

kgals 

Coal (bituminous and subbituminous) / Bark, wood, or wood and bark 1,258.0 

784.0 

tons 

tons 

Bark, wood, or wood and bark / Coal (bituminous and subbituminous) 9,373.0 

104.0 

tons 

tons 
 



<<
  /ASCII85EncodePages false
  /AllowTransparency false
  /AutoPositionEPSFiles true
  /AutoRotatePages /None
  /Binding /Left
  /CalGrayProfile (Dot Gain 20%)
  /CalRGBProfile (sRGB IEC61966-2.1)
  /CalCMYKProfile (U.S. Web Coated \050SWOP\051 v2)
  /sRGBProfile (sRGB IEC61966-2.1)
  /CannotEmbedFontPolicy /Error
  /CompatibilityLevel 1.4
  /CompressObjects /Tags
  /CompressPages true
  /ConvertImagesToIndexed true
  /PassThroughJPEGImages true
  /CreateJDFFile false
  /CreateJobTicket false
  /DefaultRenderingIntent /Default
  /DetectBlends true
  /DetectCurves 0.0000
  /ColorConversionStrategy /CMYK
  /DoThumbnails false
  /EmbedAllFonts true
  /EmbedOpenType false
  /ParseICCProfilesInComments true
  /EmbedJobOptions true
  /DSCReportingLevel 0
  /EmitDSCWarnings false
  /EndPage -1
  /ImageMemory 1048576
  /LockDistillerParams false
  /MaxSubsetPct 100
  /Optimize true
  /OPM 1
  /ParseDSCComments true
  /ParseDSCCommentsForDocInfo true
  /PreserveCopyPage true
  /PreserveDICMYKValues true
  /PreserveEPSInfo true
  /PreserveFlatness true
  /PreserveHalftoneInfo false
  /PreserveOPIComments true
  /PreserveOverprintSettings true
  /StartPage 1
  /SubsetFonts true
  /TransferFunctionInfo /Apply
  /UCRandBGInfo /Preserve
  /UsePrologue false
  /ColorSettingsFile ()
  /AlwaysEmbed [ true
  ]
  /NeverEmbed [ true
  ]
  /AntiAliasColorImages false
  /CropColorImages true
  /ColorImageMinResolution 300
  /ColorImageMinResolutionPolicy /OK
  /DownsampleColorImages true
  /ColorImageDownsampleType /Bicubic
  /ColorImageResolution 300
  /ColorImageDepth -1
  /ColorImageMinDownsampleDepth 1
  /ColorImageDownsampleThreshold 1.50000
  /EncodeColorImages true
  /ColorImageFilter /DCTEncode
  /AutoFilterColorImages true
  /ColorImageAutoFilterStrategy /JPEG
  /ColorACSImageDict <<
    /QFactor 0.15
    /HSamples [1 1 1 1] /VSamples [1 1 1 1]
  >>
  /ColorImageDict <<
    /QFactor 0.15
    /HSamples [1 1 1 1] /VSamples [1 1 1 1]
  >>
  /JPEG2000ColorACSImageDict <<
    /TileWidth 256
    /TileHeight 256
    /Quality 30
  >>
  /JPEG2000ColorImageDict <<
    /TileWidth 256
    /TileHeight 256
    /Quality 30
  >>
  /AntiAliasGrayImages false
  /CropGrayImages true
  /GrayImageMinResolution 300
  /GrayImageMinResolutionPolicy /OK
  /DownsampleGrayImages true
  /GrayImageDownsampleType /Bicubic
  /GrayImageResolution 300
  /GrayImageDepth -1
  /GrayImageMinDownsampleDepth 2
  /GrayImageDownsampleThreshold 1.50000
  /EncodeGrayImages true
  /GrayImageFilter /DCTEncode
  /AutoFilterGrayImages true
  /GrayImageAutoFilterStrategy /JPEG
  /GrayACSImageDict <<
    /QFactor 0.15
    /HSamples [1 1 1 1] /VSamples [1 1 1 1]
  >>
  /GrayImageDict <<
    /QFactor 0.15
    /HSamples [1 1 1 1] /VSamples [1 1 1 1]
  >>
  /JPEG2000GrayACSImageDict <<
    /TileWidth 256
    /TileHeight 256
    /Quality 30
  >>
  /JPEG2000GrayImageDict <<
    /TileWidth 256
    /TileHeight 256
    /Quality 30
  >>
  /AntiAliasMonoImages false
  /CropMonoImages true
  /MonoImageMinResolution 1200
  /MonoImageMinResolutionPolicy /OK
  /DownsampleMonoImages true
  /MonoImageDownsampleType /Bicubic
  /MonoImageResolution 1200
  /MonoImageDepth -1
  /MonoImageDownsampleThreshold 1.50000
  /EncodeMonoImages true
  /MonoImageFilter /CCITTFaxEncode
  /MonoImageDict <<
    /K -1
  >>
  /AllowPSXObjects false
  /CheckCompliance [
    /None
  ]
  /PDFX1aCheck false
  /PDFX3Check false
  /PDFXCompliantPDFOnly false
  /PDFXNoTrimBoxError true
  /PDFXTrimBoxToMediaBoxOffset [
    0.00000
    0.00000
    0.00000
    0.00000
  ]
  /PDFXSetBleedBoxToMediaBox true
  /PDFXBleedBoxToTrimBoxOffset [
    0.00000
    0.00000
    0.00000
    0.00000
  ]
  /PDFXOutputIntentProfile ()
  /PDFXOutputConditionIdentifier ()
  /PDFXOutputCondition ()
  /PDFXRegistryName ()
  /PDFXTrapped /False

  /Description <<
    /CHS <FEFF4f7f75288fd94e9b8bbe5b9a521b5efa7684002000410064006f006200650020005000440046002065876863900275284e8e9ad88d2891cf76845370524d53705237300260a853ef4ee54f7f75280020004100630072006f0062006100740020548c002000410064006f00620065002000520065006100640065007200200035002e003000204ee553ca66f49ad87248672c676562535f00521b5efa768400200050004400460020658768633002>
    /CHT <FEFF4f7f752890194e9b8a2d7f6e5efa7acb7684002000410064006f006200650020005000440046002065874ef69069752865bc9ad854c18cea76845370524d5370523786557406300260a853ef4ee54f7f75280020004100630072006f0062006100740020548c002000410064006f00620065002000520065006100640065007200200035002e003000204ee553ca66f49ad87248672c4f86958b555f5df25efa7acb76840020005000440046002065874ef63002>
    /DAN <>
    /DEU <>
    /ESP <>
    /FRA <>
    /ITA <>
    /JPN <FEFF9ad854c18cea306a30d730ea30d730ec30b951fa529b7528002000410064006f0062006500200050004400460020658766f8306e4f5c6210306b4f7f75283057307e305930023053306e8a2d5b9a30674f5c62103055308c305f0020005000440046002030d530a130a430eb306f3001004100630072006f0062006100740020304a30883073002000410064006f00620065002000520065006100640065007200200035002e003000204ee5964d3067958b304f30533068304c3067304d307e305930023053306e8a2d5b9a306b306f30d530a930f330c8306e57cb30818fbc307f304c5fc59808306730593002>
    /KOR <FEFFc7740020c124c815c7440020c0acc6a9d558c5ec0020ace0d488c9c80020c2dcd5d80020c778c1c4c5d00020ac00c7a50020c801d569d55c002000410064006f0062006500200050004400460020bb38c11cb97c0020c791c131d569b2c8b2e4002e0020c774b807ac8c0020c791c131b41c00200050004400460020bb38c11cb2940020004100630072006f0062006100740020bc0f002000410064006f00620065002000520065006100640065007200200035002e00300020c774c0c1c5d0c11c0020c5f40020c2180020c788c2b5b2c8b2e4002e>
    /NLD (Gebruik deze instellingen om Adobe PDF-documenten te maken die zijn geoptimaliseerd voor prepress-afdrukken van hoge kwaliteit. De gemaakte PDF-documenten kunnen worden geopend met Acrobat en Adobe Reader 5.0 en hoger.)
    /NOR <>
    /PTB <>
    /SUO <>
    /SVE <>
    /ENU (Use these settings to create Adobe PDF documents best suited for high-quality prepress printing.  Created PDF documents can be opened with Acrobat and Adobe Reader 5.0 and later.)
  >>
  /Namespace [
    (Adobe)
    (Common)
    (1.0)
  ]
  /OtherNamespaces [
    <<
      /AsReaderSpreads false
      /CropImagesToFrames true
      /ErrorControl /WarnAndContinue
      /FlattenerIgnoreSpreadOverrides false
      /IncludeGuidesGrids false
      /IncludeNonPrinting false
      /IncludeSlug false
      /Namespace [
        (Adobe)
        (InDesign)
        (4.0)
      ]
      /OmitPlacedBitmaps false
      /OmitPlacedEPS false
      /OmitPlacedPDF false
      /SimulateOverprint /Legacy
    >>
    <<
      /AddBleedMarks false
      /AddColorBars false
      /AddCropMarks false
      /AddPageInfo false
      /AddRegMarks false
      /ConvertColors /ConvertToCMYK
      /DestinationProfileName ()
      /DestinationProfileSelector /DocumentCMYK
      /Downsample16BitImages true
      /FlattenerPreset <<
        /PresetSelector /MediumResolution
      >>
      /FormElements false
      /GenerateStructure false
      /IncludeBookmarks false
      /IncludeHyperlinks false
      /IncludeInteractive false
      /IncludeLayers false
      /IncludeProfiles false
      /MultimediaHandling /UseObjectSettings
      /Namespace [
        (Adobe)
        (CreativeSuite)
        (2.0)
      ]
      /PDFXOutputIntentProfileSelector /DocumentCMYK
      /PreserveEditing true
      /UntaggedCMYKHandling /LeaveUntagged
      /UntaggedRGBHandling /UseDocumentProfile
      /UseDocumentBleed false
    >>
  ]
>> setdistillerparams
<<
  /HWResolution [2400 2400]
  /PageSize [612.000 792.000]
>> setpagedevice


	Text1: 
	Text2: 
	Text3: 
	Text4: 
	Text5: 
	Check Box6: Off
	Text7: 
	Text8: 
	Text9: 
	Check Box10: Off
	Check Box11: Off
	Button12: 


